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1. Project No. 180401336  
   

1.1. Standards 

 The components as described in 1.3 has been subjected to assessment and tests to the 
requirements of the following standards: 

   
 EN 60079-0 : 2012 + A11 : 2013   
 EN 60079-11 : 2012   
    
1.2. Assessment period 

 The assessment has been carried out between April and July 2018. 
  
1.3. Description of the equipment 

 The equipment is described in the IECEx Test Report listed in section 6. 
  
1.4. Marking 

 The Component marking includes the following: 
 

 - the name or registered trade mark of the manufacturer; 
 - the manufacturer's type identification (designation of series or type); 
 - the year of construction (included in the serial number); 
 - the name or mark of the certificate issuer; 
 - the certificate reference; 
 - "U"-marking; 
 - specific marking of explosion protection, group and category and specific marking for 

explosive atmospheres as follows: 
   
 

 
II (1) G [Ex ia Ga] IIC 

  
2. Routine tests 
  
 Refer to the tests listed in the Cover sheet of the IECEx test report listed in section 6. 
  
3. Instructions 
  
 The mounting instructions provided with the equipment shall be followed in detail in order to 

assure safe operation. 
  
4. Test results and deviations 
  
 The results of the evaluation and tests of the components are listed in IECEx Test Report listed 

in section 6. 
 There are no additions to, deviations from or exclusions from the applicable test methods and 

requirements of the standards listed in section 1.1. 
 Where applicable, the uncertainty of measurements was determined using the IECEx 

Operational Document OD 012, version 2. 
  
5. Conclusion 
  
 The components as described in the IECEx Test report were found to meet the requirements of 

the standards listed in 1.1. Certification of these components are recommended. 
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6. Content of the ATEX Assessment Report 
  
 The ATEX Assessment Report consists of this Cover sheet and IECEx Test Report No. 

NL/KIWA/ExTR18.0010/00, issued on 10 July 2018, that includes the national Differences 
related to the standards listed in section 1.1. 
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